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Abstract—This paper describes a single flange 2-port mea-
surement setup for -parameter characterization of waveguide
integrated devices. The setup greatly reduces calibration and
measurement uncertainty by eliminating vector network analyzer
(VNA) extender cable movement and minimizing the effect of
waveguide manufacturing tolerances. Change time of standards
is also improved, reducing the influence of VNA drift on the
uncertainty. A TRL calibration kit has been manufactured and
measurements are demonstrated in WR-03 (220–325 GHz).
Index Terms—Membrane, -parameter, TRL, waveguide
integrated.
I. INTRODUCTION
T ERAHERTZ components are often built in a wave-guide integrated environment, for example membrane
monolithic diode circuits [1], [2]. The development towards
more complex and highly integrated circuits for use at THz
frequencies yields a strong need for characterization and testing
of single devices in the waveguide integrated environment
[3]–[5], because the packaging in itself may be a part of the
device. In addition, the recent development of vector network
analyzer (VNA) extenders into the THz frequency range makes
THz -parameter characterization possible [6].
At THz frequencies measurement and calibration become
more sensitive to dimensional errors and instrument related
uncertainties. Much effort has been put into investigating
the waveguide interface and its connection repeatability, for
example [7], [8]. However, it is also important to consider
the sources of uncertainties that are particular for waveguide
Manuscript received April 24, 2014; revised June 08, 2014; accepted July
13, 2014. Date of publication August 13, 2014; date of current version August
22, 2014. This work was carried out in the Gigahertz Centre in a joint research
project financed by the Swedish Governmental Agency for Innovation Systems
(VINNOVA) , Chalmers University of Technology , Omnisys Instruments AB,
Wasa Millimeter Wave AB, Low-Noise Factory and SP Technical Research In-
stitute of Sweden.
J. Hanning, T. Bryllert, and J. Stake are with the Terahertz and Millimetre
Wave Laboratory, Department of Microtechnology and Nanoscience—MC2,
Chalmers University of Technology, SE-412 96 Göteborg, Sweden. (e-mail: jo-
hanna.hanning@chalmers.se).
J. Stenarson and K. Yhland are with SP Technical Research Institute of
Sweden, SE-501 15 Borås, Sweden.
P. J. Sobis is with Omnisys Instruments AB, Göteborg, 421 32 Västra
Frölunda, Sweden.
Color versions of one or more of the figures in this paper are available online
at http://ieeexplore.ieee.org.
Digital Object Identifier 10.1109/TTHZ.2014.2342497
Fig. 1. Concept illustration and photographs of the waveguide blocks used in
the setup: (a) The adapter block puts two regular rectangular waveguide single
flanges from opposite sides into one single-flange 2-port on top of the block. (b)
Interchangeable standard and DUT block, with a single-flange 2-port. (c) Open
half of standard and DUT blocks with a 3 m membrane mounted upside down.
integrated membrane -parameter characterization [4], [9],
[10], or more general, waveguide integrated circuits [11]. In
[9]–[11] it has been shown that the width tolerance of the
access waveguides causes large phase uncertainties, and that
these uncertainties can be minimized by reducing the access
waveguide length. Furthermore, investigations of VNA THz
extender calibrations show that another large source of mea-
surement uncertainty is extender movements [12].
We demonstrate a novel single flange 2-port setup that min-
imizes the mentioned effects by shortening the access waveg-
uides and keeping the extenders fixed during calibration and
measurement. The setup uses Thru-Reflect-Line (TRL) stan-
dards for calibration [13] and provides improved measurement
uncertainty. It is verified with -parameter measurements on
passive waveguide integrated membrane circuits.
II. DESIGN AND MANUFACTURING
The proposed setup is designed in an -plane rectangular
waveguide split-block and consists of two main parts: First, an
adapter block, see Fig. 1(a), converting the two VNA ports into
a single 2-port flange. This keeps the VNA-extenders locked
in position throughout calibration and measurements. Second,
interchangeable blocks carrying the TRL standards and device
under test (DUT), see Figs. 1(b), (c), and 2, all with single 2-port
flanges.
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Fig. 2. (a) Principle of TRL standards where reference planes and connection
planes are separated by access waveguides. (b) Illustration of the four different
calibration standards, demonstrating how two bends in each access waveguide
is used in different orientations, in order to accomplish different line lengths.
Because the access waveguides in the standard and DUT
blocks are placed in the same flange (single-flange 2-port), they
can be made very short without making the block unpractically
thin. For conventional -plane split blocks the corresponding
distance between the flanges on opposite sides of the block
would be in the range of 2 mm in WR-03. This would be
difficult to handle when aligning screw and guidepin holes, and
fitting them in the block halves.
However, since both ports are in the same flange, the distance
between them is now fixed. To allow for different thru, line and
DUT lengths, two bends turned either outward or inward are
introduced in each of the two access waveguides, see Fig. 2.
Although the bends are made physically equal there will be a
small difference in the coupling to the membrane circuit when
turning the bends in opposite orientations. This is because the
bends disturb the waveguide mode. Making the bends longer
will relax this error but the sensitivity to errors in the waveguide
width will increase. This trade-off was studied in [10] and the
optimum bend radius was determined to be 6 , where is
the waveguide height.
To compare the results of the new design with old results,
we use the membrane circuit designs in [4] and [5]. -plane
probes and circuit dimensions for calibration standards and the
twoDUTs, a ring resonator and a shorted stub filter structure, see
Fig. 3, are the same as in [4] and [5]. Furthermore, themembrane
material and membrane circuit fabrication process is also the
same.
Although the TRL algorithm only requires one delay line for
a waveguide band we have included two delay lines (Lines 1
and 2) to investigate the impact of the bend orientations on the
calibration. Due to the symmetry of the bends, Line 2 is twice
as long as Line 1. Line lengths are designed so that the first line
(Line 1) nominally has a delay from 45 to 67 (0.57 ps or 142
m) and the second line (Line 2) nominally has a delay from
90 to 134 (1.14 ps or 284 m).
Fig. 3. Photographs of the DUTs. (a) Shorted stub structure mounted inside the
waveguide block. (b) Ring resonator membrane circuit.
The block is manufactured in gold plated brass. The bottom
block surface is recessed to provide a good electrical contact
between the surfaces around the waveguides. The measured dif-
ference in width between the access waveguides of the manu-
factured standards is less than 7 m.
III. MEASUREMENTS
Measurements are made with an Agilent N5222A PNAX
4-port network analyzer, with two OML WR-03 VNA fre-
quency extenders having a multiplication factor of 18. Each
measurement sweeps the frequency range 220–325 GHz, with
an IF bandwidth of 100 Hz. Non-calibrated raw measurement
data is read from the VNA, with no smoothing or averaging
performed. The raw data is then processed in an external TRL
calibration algorithm, where either the Line 1 or Line 2 standard
is used.
The external calibration makes it possible to use and compare
several combinations of measurements (reconnections) of both
calibration standards and the DUT.
Each measurement consists of three consecutive sequences
(sets) of calibrations standards and DUT measurements
( ), where the adapter block
is connected to the VNA extenders during the entire measure-
ment sequence.
We have also performed measurements using the Agilent
built in TRL calibration, using our calibration standards, with
good results. However in that case, only one combination of
standards can be used at a time.
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Fig. 4. Measured and of a ring resonator. (a) Six sets of calibrations and measurements, three using Line 1 and three using Line 2. (b) Mean of the three
sets, comparing calibrations with Line 1 (TRL-1) to Line 2 (TRL-2). (c) Three different DUT measurements, calibrated with the same calibration set.
IV. CALIBRATION ANALYSIS
To assess the uncertainty introduced by the different bends in
the access waveguides in the Line 1 and Line 2 standards, we
compare the two resulting calibrations.
Each calibration results in a calibration set represented by two
2-port -parameter error matrices, and , one on each side
of the two reference planes surrounding the deembedded DUT
and (1)
where or depending on which line standard was used in
the calibration. The difference between the two calibration sets
is found by de-embedding them from each other:
(2)
where denotes cascading of the -matrices.
This will result in the residual errors [14]: directivity ( and
), match ( and ), reflection tracking ( and ), and





Because of the reciprocity of the calibration, .
V. RESULTS
Figs. 4 and 5 show measured results of a ring resonator and a
shorted stub structure respectively, first designed and measured
in [4] and [5]. The resonance frequency shift of about 3 GHz
compared to simulations for both circuits, is in line with the
measurements in the previous articles.
With the conventional setup in [4], [5] and [9] we had a mea-
surement ripple up to 5 dB which indicated large uncertainties.
However, in this new setup we cannot distinguish any ripple
from noise in the measurement and calibration. Furthermore, as
we can see in Figs. 4(a) and 5, the repeatability between mea-
sured sets is between 0 and 10 , which can be compared to the
stability of the frequency extenders which is [15]. To illus-
trate the difference between calibrations with Line 1 and Line
2, we plotted the mean of the three measured sets in Fig. 4(b),
which shows there is very little difference both in magnitude
and phase between calibrations using Line 1 or Line 2.
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Fig. 5. Measured and of a double stub filter. Threemeasured sets (0–2)
including T, R, Line 1, Line 2 and DUT, calibrated with either Line 1 (TRL-1)
or Line 2 (TRL-2).
The drift over time is studied in Fig. 4(c), where the first cal-
ibration set is used for three different DUT measurements. The
VNA drift is evident in the phase plot, with a phase shift as large
as 13 in the lower end of the spectrumwith 40 minutes between
the first and the last DUT measurement. Thus the largest con-
tribution to phase uncertainty is VNA drift over time, and mea-
surements of the DUT made close in time to calibrations pro-
vides better repeatability. With this new setup, measurements
are faster, reducing the sensitivity to drift. Due to the simplicity
of the connection a set of measurements of the TRL calibration
standards plus one DUT now takes about 15–20 min, as com-
pared to about an hour in the old setup.
To further study the measurement uncertainty introduced by
the different bend orientations in Line 1 and Line 2 (see Fig. 2)
we compared the different calibration sets for Line 1 and Line
2 using the residual directivity, reflection tracking and trans-
mission tracking according to (3), (5), and (6). The phase of
the reflection tracking in Fig. 6 is used to measure how much
the calibration reference plane is perturbed due to the different
bend orientations in Line 1 and Line 2 and the waveguide width
manufacturing tolerance. The results in Fig. 6 agree well with
simulations in [10] and the errors introduced by the bends in the
standards are less or comparable with the other uncertainty con-
tributions. Thus making this inconsistency in the TRL standards
acceptable, providing improved calibration quality.
A potential problem with two ports in one flange is cross cou-
pling between the ports in the interface. We have, however, not
observed this effect in our calibration and measurement data.
VI. CONCLUSION
We have demonstrated a new single-flange 2-port mea-
surement setup for -parameter characterization, which has
Fig. 6. Residual directivity and reflection tracking at calibration port 1 when
comparing the Line 1 and Line 2 calibration standards for three measured sets.
Transmission tracking in forward direction.
improved measurement uncertainty drastically. Much because
the effect of cable flex which is now completely eliminated by
fixing the extenders to the adapter block during the entire mea-
surement sequence. The single-flange 2-port design also allows
shortening the access waveguides giving a drastic improvement
of the phase uncertainty. Since the errors introduced by the
bends do not scale with frequency, we expect this method to be
useful for characterizing components at THz frequencies.
Earlier a TRL calibration could require a number of repeated
measurements to succeed, whereas now, one is usually enough.
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The uncertainty due to drift is also drastically improved due to
the increased measurement speed. This is because the connec-
tion procedure of the waveguide block has been simplified, re-
ducing the time for a complete measurement set to less than 20
minutes.
The improvement of the measurement uncertainty can be
seen in the ripple in the measurements. In the earlier measure-
ments we had a ripple up to 5 dB in transmission whereas now
it is not distinguishable from the noise.
ACKNOWLEDGMENT
The authors would like to thank C.-M. Kihlman in the De-
partment of Microtechnology and Nanoscience, Chalmers Uni-
versity of Technology, Göteborg, Sweden, for the high precision
machining of the waveguide blocks.
REFERENCES
[1] P. H. Siegel, R. P. Smith, M. C. Graidis, and S. Martin, “2.5-THz
GaAs monolithic membrane-diode mixer,” IEEE Trans. Microw.
Theory Techn., vol. 47, no. 5, pp. 596–604, May 1999.
[2] H. Zhao, V. Drakinskiy, P. J. Sobis, J. Hanning, T. Bryllert, A. Y. Tang,
and J. Stake, “Development of a 557 GHz GaAs monolithic mem-
brane-diode mixer,” in 24th Int. Conf. on Indium Phosphide and Re-
lated Materials (IPRM), 2012, pp. 102–105.
[3] A. Y. Tang, V. Drakinskiy, K. Yhland, J. Stenarson, T. Bryllert, and J.
Stake, “Analytical extraction of a Schottky diode model from broad-
band -parameters,” IEEE Trans. Microw. Theory Techn., vol. 61, no.
5, pp. 1870–1878, May 2013.
[4] H. Zhao, A. Y. Tang, P. J. Sobis, T. Bryllert, K. Yhland, J. Stenarson,
and J. Stake, “Submillimeter wave -parameter characterization of in-
tegrated membrane circuits,” IEEE Microw. Wireless Compon. Lett.,
vol. 21, no. 2, pp. 110–112, Feb. 2011.
[5] H. Zhao, T. N. T. Do, P. J. Sobis, A. Y. Tang, K. Yhland, J. Stenarson,
and J. Stake, “Characterization of thin film resistors and capacitors in-
tegrated on GaAs membranes for submillimeter wave circuit applica-
tions,” in 23rd Int. Conf. on Indium Phosphide and Related Materials
(IPRM), 2011, pp. 1–4.
[6] Z. Popovic and E. N. Grossman, “Thz metrology and instrumenta-
tion,” IEEE Transact. on Terahertz Sci. and Technol., vol. 1, no. 1, pp.
133–144, 2011.
[7] H. Li, A. Arsenovic, J. L. Hesler, A. R. Kerr, and R. M. Weikle, “Re-
peatability and mismatch of waveguide flanges in the 500–750 GHz
band,” IEEE Trans. THz Sci. Technol., vol. 4, no. 1, pp. 39–48, Jan.
2014.
[8] N. Ridler and R. G. Clarke, “Investigating connection repeatability of
waveguide devices at frequencies from 750 GHz to 1.1 THz,” in 82nd
ARFTG Microw. Meas. Conf., 2013, pp. 1–13.
[9] J. Stenarson, T. N. T. Do, H. Zhao, P. J. Sobis, A. Y. Tang, K. Yhland,
and J. Stake, “Sensitivity analysis of TRL calibration in waveguide
integrated membrane circuits,” IEEE Trans. THz Sci.Technol., vol. 3,
no. 5, pp. 558–565, Sep. 2013.
[10] J. Hanning, J. Stenarson, K. Yhland, P. J. Sobis, T. Bryllert, and J.
Stake, “Single flange 2-port design for THz integrated circuit -pa-
rameter characterization,” in 38th Int. Conf. on Infrared, Millim., and
THz Waves (IRMMW-THz), 2013, pp. 1–2.
[11] J. Stenarson, K. Yhland, T. N. T. Do, H. Zhao, P. J. Sobis, and J. Stake,
“Influence of waveguide width errors on TRL and LRL calibrations,”
in 79th ARFTG Microw. Meas. Conf., 2012, pp. 1–3.
[12] D. F. Williams, “500 ghz-750 GHz rectangular-waveguide vector-net-
work-analyzer calibrations,” IEEE Trans. THz Sci. Technol., vol. 1, no.
2, pp. 364–377, Nov. 2011.
[13] G. F. Engen and C. A. Hoer, “Thru-reflect-line: An improved technique
for calibrating the dual six-port automatic network analyzer,” IEEE
Trans. Microw. Theory Techn., vol. MTT-27, no. 12, pp. 987–993, Dec.
1979.
[14] J. Stenarson and K. Yhland, “Residual error models for the SOLT and
SOLR VNA calibration algorithms,” in 69th ARFTG Microw. Meas.
Conf., 2007, 2007, pp. 1–7.
[15] OML Inc., “V03VNA2 series WR03 frequency extension modules 220
to 325 GHz,” Jun. 2012 [Online]. Available: http://www.omlinc.com/
images/pdf/VxxVNA2/OML-V03VNA2_Datasheet.pdf
Johanna Hanning (S’09) was born in Göteborg,
Sweden, in 1981. She received the M.Sc. degree in
engineering physics and in wireless and photonics
engineering from Chalmers University of Tech-
nology, Göteborg, Sweden, in 2012, and is currently
working toward the Ph.D. degree at the Terahertz
and Millimetre Wave Laboratory, Department of Mi-
crotechnology and Nanoscience (MC2), Chalmers
University of Technology.
She has held the position of project assistant in the
Department of Microtechnology and Nanoscience
(MC2), Chalmers University of Technology, Göteborg, Sweden, during her
master studies. She has also been process engineer at a research spin-off
company, Wasa Millimeter Wave AB, manufacturing HBV diode-based THz
multipliers. Her research includes measurement techniques for THz compo-
nents.
Jörgen Stenarson (S’98–M’02) received the M.Sc. degree in engineering
physics and Ph.D. degree in microwave electronics from Chalmers University
of Technology, Göteborg, Sweden, in 1997 and 2001, respectively.
He is currently a Researcher at SP Technical Research Institute of Sweden,
Borås, Sweden. His main interest is microwave metrology.
Klas Yhland (M’07) received the M.Sc. degree in electronic engineering from
Lund University of Technology, Lund, Sweden, in 1992, and the Ph.D. de-
gree in microwave electronics at Chalmers University of Technology, Göteborg,
Sweden, in 1999.
From 1992 to 1994, he was with the Airborne Radar Division, Ericsson Mi-
crowave Systems. From 1999 he is head of the National Laboratory for High
Frequency and Microwave Metrology at SP Technical Research Institute of
Sweden. From 2000 to 2003, he was also employed at the Microwave Elec-
tronics Laboratory at Chalmers University of Technology. Since 2009, he is part
time with the GigaHertz Centre at Chalmers and since September 2012 he is Ad-
junct Professor at the Terahertz and Millimeter Wave Laboratory at Chalmers.
His research interests are microwave metrology, uncertainty analysis, new mea-
surement techniques, planar measurement techniques and design and modeling
of microwave circuits.
Peter J. Sobis (S’05) was born in Göteborg, Sweden,
in 1978. He received the M.Sc. degree in electrical
engineering, and the Licentiate degree in THz elec-
tronics in 2003 and 2010, respectively, and the Ph.D.
degree from Chalmers University of Technology,
Göteborg, Sweden, in 2011.
In 2003, he joined Anaren Microwave Inc. and
the Space and Defense department in Syracuse, NY,
USA, working as a Microwave Design Engineer
mainly with planar passive components for beam-
forming networks and various power distribution
networks. In 2004, he joined Omnisys Instruments AB, Sweden, developing
radiometer components and subsystems. In 2006, he began working toward the
Ph.D degree in THz Front-Ends in an industrial collaboration project between
Omnisys Instruments AB and Chalmers University of Technology. His current
research involves Schottky based THz systems, measurement techniques and
the development of multifunctional chips and integrated modules for terrestrial
and space born applications.
HANNING et al.: ACCURATE THz S-PARAMETER MEASUREMENTS OF WAVEGUIDE ICs 587
Tomas Bryllertwas born in Växjö, Sweden, in 1974.
He received the M.S. degree in physics and the Ph.D.
degree in semiconductor physics from Lund Univer-
sity, Lund, Sweden, in 2000 and 2005, respectively.
In 2006, he joined the Microwave Electronics
Laboratory at Chalmers University of Technology,
Göteborg, Sweden, where his main research interest
was device and circuit technology for THz frequency
multipliers. From 2007 to 2009, he was with the
Submillimeter Wave Advanced Technology (SWAT)
group at the Jet Propulsion Laboratory, California
Institute of Technology, Pasadena, CA, USA, working on Terahertz imaging-
and radar systems. He is currently with the Terahertz and Millimetre Wave
Laboratory at the Department of Microtechnology and Nanoscience (MC2),
Chalmers University of Technology, Göteborg, Sweden. He is also co-founder
and Chief Executive Officer (CEO) of Wasa Millimeter Wave AB, a company
that develops and fabricates millimeter-wave products.
Jan Stake (S’95–M’00–SM’06) was born in Udde-
valla, Sweden, in 1971. He received the degrees of
M.Sc. in electrical engineering and Ph.D. degree in
microwave electronics from Chalmers University of
Technology, Göteborg, Sweden, in 1994 and 1999,
respectively.
In 1997, he was a Research Assistant with the Uni-
versity of Virginia, Charlottesville, VA, USA. From
1999 to 2001, he was a Research Fellowwith theMil-
limetre Wave Group at the Rutherford Appleton Lab-
oratory, Didcot, U.K. He then joined Saab Combitech
Systems AB, as a Senior RF/microwave Engineer, until 2003. From 2000 to
2006, he held different academic positions with Chalmers University of Tech-
nology and, from 2003 to 2006, was also Head of the Nanofabrication Labora-
tory, Department of Microtechnology and Nanoscience (MC2). During summer
2007, he was a Visiting Professor with the SubmillimeterWave Advanced Tech-
nology (SWAT)Group at Caltech/JPL, Pasadena, CA, USA. He is currently Pro-
fessor and Head of the Terahertz and Millimetre Wave Laboratory, MC2. He is
also cofounder of Wasa Millimeter Wave AB, Göteborg, Sweden. His research
involves sources and detectors for terahertz frequencies, high frequency semi-
conductor devices, graphene electronics, and terahertz measurement techniques
and applications.
Prof. Stake serves as Topical Editor for the IEEE TRANSACTIONS ON
TERAHERTZ SCIENCE AND TECHNOLOGY.
